A stereomicroscopic system modified for microsurgical laboratory.
An operating table stand incorporating a rotatable mechanical surface with a motorized focusing stage carrier was designed for a standard stereomicroscope. This can be used for microsurgical experiments and practicing microsurgical techniques in small laboratory animals.